Inter & Intra-Obsverer Reliability Of Grading Ultrasound Videoclips With Hand Pathology In Rheumatoid Arthritis By Using Non-Sophisticated Internet Tools (LUMINA STUDY)

Violeta Vlad¹, Florin Bergea², Annamaria Iagnocco¹, Mihaela Micu⁴, Nemanja Damjanov⁹, Vlad Scukić⁸, Slavica Prodanovic¹, Goran Radunovic¹, Marko Seduljarek¹, Rodica Nestorova⁷, Izvaneta Petranova⁸, Jasna Kavakovi⁹, Francesco Porta¹⁰, Carlo Perricone¹¹, Anna Ciechomska¹², Ingrid Moller¹³, Luminiza Varzarú¹⁴, Porin Peric⁸, Christian Dejac⁴, Mihai Bojinca¹⁷, Daniela Fodor¹⁸, Mihaela Milicescu¹⁷, Esperanza Naredo¹⁹

¹Clinical Hospital Sf. Maria, Bucharest, Romania; ²UMF “Iuliu Hațieganu” Cluj Napoca, Romania; ³Rheumatology Center “St. Irina” Sofia, Bulgaria; ⁴Clinical of Rheumatology, Sofia, Bulgaria; ⁵Private Rheumatology Practice, Katerini, Greece; ⁶University of Florence, Italy; ⁷Institute of Rheumatology Belgrade, Serbia; ⁸Institute for Treatment and Rehabilitation Niskabanja, Serbia; ⁹University of Copenhagen, Hospital at Koge, Denmark; ¹⁰Reumatologia, Barcelona, Spain, ¹¹Department of Rheumatic Diseases “Ion Stoia” Bucharest, Romania; ¹²Clinical Hospital Center Zagreb, Croatia; ¹³Medical University Graz, Austria; ¹⁴Dr. Ion Cantacuzino” Hospital, Bucharest, Romania; ¹⁵UMF, “Julii Hatieganu” Cluj Napoca, Romania; ¹⁶Hospital General Universitario Gregorio Marañon, Madrid, Spain

Abstract

Aim: To evaluate the inter- and intraobserver agreement of a group of European rheumatologist ultrasonographers in grading musculoskeletal ultrasound videoclips posted on the Internet by using a non-sophisticated electronic environment. Methods: Forty short movie clips (less than 30 secs) were made available over the Internet to all participants. Normal and pathological RA hand joints and tendons were included in the movie clips. In the first phase 30 investigators from European countries were invited to evaluate the clips and to interpret grade them. No instruction session was held prior to the initiation of the study. For synovitis the requested scoring system included 0 to 3 grades and for tenosynovitis a binary variable 0/1; separate evaluations were performed for gray scale (GS) and Power Doppler (PD) examinations. In the second phase the responders were asked to grade the same clips in a different order without having access to their first grading scale. Light’s k and Cohen’s k were used to analyse inter- and intraobserver reliability. Results: Twenty two European rheumatologists agreed to finalise both study phases. Mean Cohen’s k for interobserver reliability was 0.613/0.689 for tenosynovitis GS/PD and 0.523/0.621 for synovitis GS/PD. Light’s k for interobserver reliability was 0.503 for tenosynovitis evaluation and 0.455 for global (synovitis and tenosynovitis) evaluation. Mean global overall agreement was 84.95% (90.2% for global synovitis). Conclusions: An over-the-net US evaluation and grading has shown moderate to good reliability. The results could be improved if a training session is added at the beginning of the study. Keywords: ultrasoundography, rheumatoid arthritis, reliability, internet

Introduction

Ultrasonographic (US) assessment of hand joints in rheumatoid arthritis (RA) is widespread nowadays; rheumatologists are finding serious advantages in their work by using images of synovitis and its vascularization to accurately diagnose and treat patients as the technique is safe, non-invasive, relatively inexpensive and patient-friendly. The method is still considered as “operator-dependent”, although standardization of both acquisition and interpretation of US images [1-2] as well as validated semi quantitative scales for synovitis quantification [3] have been published.

To complete the standardization of this procedure a large amount of information regarding US findings in RA patients is still required. A recent systematic review of the reported work in the area of US joint count and synovitis scoring in RA identified 3044 reports; however, only few attempts met the final criteria for becoming an US “scoring system” [4]. One of the limitations in studies involving more investigators consists of a variable degree of interobserver agreement. Agreement testing is usually very time consuming and uncomfortable for the patients involved in the exercise. In order to resolve the reliability of US grading scales on US images are added to life sessions with patients [5].

Using videoclips instead of US static images seems to offer more advantages as both grey scale (GS) and Power Doppler (PD) examinations are more realistic when evaluated dynamically. A previous study [6] tested the reliability of dynamic images assessment using videoclips posted on CD-ROMs delivered to investigators in two rounds, with good results.

The purpose of this study was to test the reliability of US grading scales on videoclips by using existing non-sophisticated Internet tools. Our protocol included videoclips containing RA hand pathology (synovitis and tenosynovitis in B mode and PD mode) distributed on the Internet for scoring to European rheumatologists highly trained in MSUS.

Materials and methods

Forty US short movie clips (30 secs or less) were recorded by the same ultrasonographer (with 10 years experience in musculoskeletal US) using the same machine (Esaote MyLab 70, with 18 MHz linear probe). The technical characteristics were kept unchanged for all clips. The video clips contained moving images, with appropriate landmarks, according to the literature [1]. Both normal and RA hand joints and tendons were included, with GS and PD pathological elements. The clips were made available over the Internet to all participants being uploaded on YouTube (www.youtube.com) as dedicated channel and the participants had the technical possibility to pause, resume and replay each clip as frequently as they needed.

The pathology included in the videoclips consisted of the following: radiocarpal and intercarpal synovitis – 16 videoclips (dorsal view, at the level of the lunate and capitane bones); metacarpophalangeal (MCP) and proximal interphalangeal (PIP) synovitis (dorsal and volar views) – 11 videoclips; carpal extensors compartments 2, 4 and 6 – 25 videoclips; finger flexors 2-5 tenosynovitis – 7 videoclips; and normal joints and tendons (5 joint clips and 5 tendon clips). The definitions for the US pathological findings used in this study were the same as previously published [7]. The links to the You Tube channel and the Survey Monkey questionnaire were sent to 30 US experts or advanced practitioners from Europe. One week after the first grading, each participant entered in both study phases. Out of these, 68.1% (15 experts) were included in both study phases. The statistical analysis was carried out using SPSS V.16 software. Values <0.05 were considered significant (table II). Overall agreement, defined as the percentage of exact agreement observed, was calculated for each pathology type (synovitis/tenosynovitis) and global. Interobserver concordance was assessed by Cohen’s k index. Agreement coefficients were calculated as follows: 0.0-0.2 slight, 0.21-0.4 fair, 0.41-0.6 moderate, 0.61-0.8 substantial, 0.81-1.0 almost perfect agreement.

Results

Twenty-two rheumatologists from 18 European centers entered in both study phases. Out of these, 68.1% (15 rheumatologists) had more than 5 years experience in musculoskeletal US and 38% (8 rheumatologists) more...
Table I. Overall agreement for ultrasonographic diagnosis in each region and global assessment.

<table>
<thead>
<tr>
<th>Pathological finding</th>
<th>R1</th>
<th>R2</th>
</tr>
</thead>
<tbody>
<tr>
<td>Global synovitis</td>
<td>90.2%</td>
<td>89.3%</td>
</tr>
<tr>
<td>Global tenosynovitis</td>
<td>76.4%</td>
<td>79.6%</td>
</tr>
<tr>
<td>Global (synovitis and tenosynovitis)</td>
<td>R1</td>
<td>R2</td>
</tr>
<tr>
<td></td>
<td>84.6%</td>
<td>85.3%</td>
</tr>
</tbody>
</table>

Interobserver reliability

Table II lists the corresponding k values divided for the 2 rounds of the exercise (R1 and R2). Global and categorical interrater agreements were calculated for synovitis and tenosynovitis, for GS and PD evaluations, for volar/dorsal evaluations. The agreement was higher for PD than for GS and for volar compared to the dorsal examination. In the synovitis evaluation reliability in our study was higher than synovitis evaluation, probably due to the binar 1/0 grading system for tenosynovitis.

Table III lists k values for intraobserver agreement and their statistical significance. For PD scores the agreement was higher than for GS scores for both joints and tendons evaluations.

Discussion

Poor reliability and high complexity are the main barriers in using US in clinical trials [11]. US reliability for various joint type/pathology was repeatedly tested in the last ten years [3,5,6,12-21], as an attempt to overcome its „operator dependency” and to make it usable for multicentre studies development. The results showed a high degree of variability, depending upon the experience of the ultrasonographer, the machine characteristics, the anatomic region studied, and the pathology type.

As far as we know, our study is the first study that used the Internet for the assessment of inter- and intraobserver agreement between experienced ultrasonographers. The main advantages of the method are the short duration and the easy feasibility when compared to patients-based sessions. In a „Teach the teachers” course, 23 musculoskeletal US experts evaluated joints in 24 rheumatic patients during 16 hours and four consecutive sessions [14]. In our long distance Internet evaluation, each participant reported no more than 1 hour for each phase of the exercise. With one exception (synovitis – dorsal approach) the agreement was higher in R2 than in R1; in addition a better agreement was reached for tenosynovitis than for synovitis in both rounds. Global interrater agreement was moderate (κ=0.434;0.475 in R1 and R2); and the PD agreement was constantly higher than GS agreement (0.580 in R2 for synovitis and tenosynovitis). The lowest values are obtained for synovitis GS evaluation. It should be mentioned that k might be underestimating the agreement because of the effect of a high "p" prevalence of the lesions in our study [7-11] (video clips were selected in order to contain a specific type of pathology).

A second point of interest for our study is the reliability for testing the hand tendons’ pathology in RA. Other researchers recently addressed this problem [13,15,19] focusing on US reliability of wrist and hand examination compared to ankle and foot for tendons evaluation. In all mentioned studies the results for hand and wrist were in the lower range compared to the ankle. Our values, for both inter-and intraobserver agreement, were moderate, to good, in the same range with the above mentioned studies. The synovitis evaluation reliability in our study was higher than synovitis evaluation, probably due to the binar 1/0 grading system for tenosynovitis.

A third important point of interest of our study was the evaluation of the results for dorsal and volar hand US evaluations. Although joint recesses evaluated in different US scoring systems are variable, there are recent indices that US volar scores are better correlated to clinical evaluation than dorsal scores [22,23]. Indeed, in daily practice volar evaluation of MCPs and PIPs seems easier to be performed and interpreted, due to the particular position of flexor tendons toward the joints. Volar evaluations in our study, including MCPs 2-5 and PIPs 2-5 were, for all investigators, showing higher degrees of agreement than dorsal sections, suggesting that US examination could be considered more reliable (and repeatable) when volar incidence is preferred for small hand joints hand examinations. A limitation of our study is represented by the image acquisition process as all the included videoclips were acquired and recorded by the same investigator. However, this impediment could be overcome in future studies by a very strict standardization of US image acquisition process between US experts, prior to the initiation of the study. High k values for intraobserver agreement in our study represent consistent proof for the repeatability of intraobserver agreement, and the possibility of overcoming its "operator dependency".

The addition of a start-up training session, focused on definitions of grades in synovitis evaluation, could further improve the assessments’ results. Other Internet-based reliability studies are required in that area; the use of Internet based cooperation between ultrasonographers facilitates telemedicine implementation.

Conflict of interest: none